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I.  INTRODUCTION 


At  the  millimeter  wavelengths,  waveguide,  cavity,  and  various  forms  of 
quasi-optical  methods  are  utilized  to  measure  the  complex  permittivity  of 
materials.  Descriptions  of  the  standard  methods  are  given  in  Ref*  1,  and  of 
the  modern  methods,  applicable  in  the  millimeter  and  sub-millimeter  wavelength 
range,  are  found  in  Refs.  2-5.  Bridges,  et  al.  [6]  used  two  different 
waveguide  measurement  techniques  to  determine  the  permittivity  and  loss  tan¬ 
gents  of  materials  at  95  GHz:  1)  by  measuring  the  transmission  through,  and 
reflection  from,  a  dielectric  slab  in  waveguide,  taking  into  account  the 
multiple  reflections  between  surfaces,  and  2)  by  measuring  the  voltage  stand¬ 
ing  wave  ratio  (VSWR)  of  a  slab  backed  by  a  short,  a  technique  described  by 
Roberts  and  von  Hippel  [7].  Open  resonators  were  first  used  to  measure  the 
dielectric  properties  of  materials  by  Culshaw  and  Anderson  [8],  and  sub¬ 
sequently  by  Degenford  and  Coleman  19].  Balanis  [10]  determined  the  permit¬ 
tivity  and  loss  tangent  at  60  and  90  GHz  by  placing  a  slab  in  a  Fabry-Perot 
resonator  and  measuring  the  resonant  spacing  and  the  transmission  of  the 
dielectric  loaded  cavity,  and  reported  errors  of  less  than  1% 
for  e^,  and  ±15%  for  tan  5.  Cullen  and  Yu  [11]  developed  a  theory  for 
measuring  permittivity  using  an  open  confocal  resonator  and  this  formed  the 
basis  for  more  accurate  determinations  of  permittivity.  Cook,  Jones,  and 
Rosenberg  [12]  compared  cavity  and  open-resonator  measurements  of  permittivity 
and  loss  angle  (tangent)  at  35  GHz.  The  agreement  between  the  two  methods 
were  well  within  experimental  error.  Standard  deviations  obtained  for  and 
6  were  0.0021  and  2.1  prad,  respectively.  Jones  [13]  further  investigated 
the  open  resonantor  method  for  measuring  dielectrics  at  35  GHz  and  showed  that 
for  materials  with  loss  angles  in  the  range  of  50-500  prad,  the  loss  could  be 


measured  with  a  standard  deviation  of  ±  2%  +  1  prad,  and  the  standard 


deviation  in  the  determination  of  relative  permittivity  was  ±  0.1X.  In  a 
straightforward  quasi-optical  method,  Talpey  [14]  determined  the  complex 
permittivity  of  materials  with  unity  permeability  at  35.9  GHz  by  measuring  the 
transmission  of  a  parallel  polarized  wave  through  the  sample  dielectric  slab 
at  the  Brewster  angle.  With  a  coherent  source,  a  Michelson  (Ref.  15)  or  a 
Mach-Zehnder  (Refs.  4,  16)  interferometer  can  be  used  to  measure  the  relative 
permittivity,  and  for  low  loss  materials,  this  quantity  can  be  measured  to  a 
few  parts  in  10^  (Ref.  2).  Using  a  broadband  source  in  conjunction  with  an 
Interferometer,  Fourier  transform  spectrometry  can  be  utilized  to  derive  the 
permittivity  of  materials  (Ref.  17).  Breeden  and  Shepherd  [18]  have  used  this 
technique  in  the  range  of  10-450  GHz  to  measure  the  relative  permittivity  of 
various  materials.  They  report  maximum  errors  of  less  than  one  percent  in  the 
determination  of  the  relative  permittivity.  For  broadband  applications,  the 
most  important  method  for  the  determination  of  the  dielectric  properties  of 
materials  has  been  dispersive  Fourier  transform  spectrometry  (DFTS).  This 
method  was  first  described  by  Chamberlain,  et  al.  [19]  and  by  Bell  [20].  DFTS 
differs  from  conventional  Fourier  transform  spectrometry  in  the  positioning  of 
the  dielectric  sample.  In  the  latter  method  the  sample  is  placed  between  the 
interferometer  and  the  detector.  In  DFTS  the  sample  is  placed  in  one  arm  of 
the  interferometer  and  the  ratio  of  the  complex  spectra  obtained  from  the 
transformations  of  interferograms  recorded  with  and  without  the  sample  gives 
both  the  attenuation  and  phase  shift  caused  by  the  sample.  It  is  seen  that  a 
single  measurement  determines  the  relative  permittivity  and  loss  tangent. 
Using  this  method,  precise  determinations  of  the  complex  permittivity  of  low 
loss  polymers  have  been  made  by  Birch,  et  al.  [21]  and  by  Afsar,  et  al.  [4]. 
Errors  in  the  range  0.1%  for  e^,  and  2%  for  tan  6  are  quoted  for  the  DFTS 


method 


Waveguide  and  closed  cavity  methods  use  small  samples,  and  the  closed 
systems  eliminate  diffraction  effects  and  undesirable  reflections  from  extra¬ 
neous  sources.  However,  at  the  shorter  millimeter  wavelengths,  precision 
machining  of  the  slab  is  required  for  exact  fitting  into  the  waveguide  and 
cavity,  and  measurement  difficulties  arise  if  the  wall  losses  become  com¬ 
parable  or  exceed  the  dielectric  losses.  Quasi-optical  methods  require  large 
dielectric  samples,  and  care  oust  be  exercised  to  correct  for  diffraction 
effects  and  to  eliminate  extraneous  reflections  into  the  measurement  path. 
However,  the  method  can  be  extended  through  the  sub-millimeter  to  optical 
wavelengths.  In  this  paper  we  describe  a  quasi-optical  method  in  which  the 
complex  permittivity  is  determined  at  93.788  GHz  by  measuring  the  transmission 
of  a  perpendicularly  polarized  wave  through  a  dielectric  slab  acting  as  a 
solid  etalon,  at  different  angles  of  incidence. 


II.  FORMULATION 


The  reflection  and  transmission  coefficient  of  a  solid  etalon  can  be 
calculated  by  solving  a  well  known  boundary  value  problem.  For  example, 
taking  into  account  the  complex  permittivity  and  the  angular  dependence,  a 
derivation  is  found  in  [22].  The  transmission  coefficient  of  a  plane  electro¬ 
magnetic  wave  through  a  lossy  dielectric  slab  incident  at  an  angle  6  is  given 
by 
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and  r  Is  the  reflection  coefficient  of  a  plane  electromagnetic  wave  incident 
on  a  dielectric  boundary.  For  parallel  polarization. 
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For  completeness,  the  slab  reflection  coefficient  is  given  by 
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The  slab  power  transmission  and  reflection  coefficients  are  given  by  |T | 2  and 
|R|2,  respectively.  A  schematic  of  the  experiment  is  shown  in  Fig.  1.  For 
the  coordinate  system  shown,  the  slab  is  rotated  about  the  y-axls.  The  zero 
angle  position  is  determined  by  auto-collimating  a  laser  beam,  co-allgned  with 
the  horns,  off  the  slab  surface.  To  insure  that  angular  biases  are  removed, 
the  transmission  measurements  are  made  with  the  samples  rotated  clockwise  and 
counter-clockwise  and  the  two  readings  at  each  corresponding  angle  are  aver- 


In  the  measurement  geometry  shown,  a  perpendicularly  polarized 
wave  is  Incident  on  a  dielectric  slab  at  an  angle  6. 


III.  EXPERIMENTAL  RESULTS 


For  the  transmission  experiments  described  here,  a  perpendicularly  polar¬ 
ized  incident  wave  was  transmitted.  Off  normal  incidence  r^  increases  with 
angle  0,  whereas  r(  decreases  with  6  until  the  Brewster  angle,  from  where  it 
increases  to  unity  at  grazing.  It  is  seen  that  r^  >  r(  for  all  angles  of 
incidence.  From  Equation  (1)  the  contrast,  the  ratio  of  an  adjacent  trans¬ 
mission  maximum  and  minimum,  increases  with  reflectivity  and  so  the  use  of  a 
perpendicularly  polarized  wave  gives  a  more  accurate  measure  of  the  angular 
position  of  the  transmission  peaks  and  valleys,  and  thereby  that  of  the  real 
part  of  the  permittivity.  As  an  example,  at  a  frequency  of  93.8  GHz,  r(  and 
r^  are  plotted  for  a  TPX  dielectric  boundary  in  Figure  2.  In  Figure  3  are 
shown  the  power  transmission  coefficients  through  a  0.498  inch  thick  TPX 
sample  for  both  polarizations.  For  low  loss  dielectrics  the  effects  of  the 
real  part  of  the  permittivity  and  the  loss  tangent  are  almost  Independent. 
The  loss  tangent  primarily  affects  the  amplitude  level  of  the  slab  trans¬ 
mission  curve,  whereas  the  relative  permittivity  determines  the  angular  loca¬ 
tion  of  the  transmission  maxima  and  minima.  An  indication  of  the  sensitivity 
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Figure  2.  The  reflection  coefficients  for  perpendicularly  (r^)  and 

parallel  (r()  polarized  waves  at  a  TPX  dielectric  boundary. 


where  6  is  a  the  angular  position  of  the  first  transmission  maximum.  A 
max 

change  of  10  in  the  loss  tangent  changes  the  peak  transmission  by  4  percent, 

.O 

and  a  change  of  10  in  the  relative  permittivity  shifts  the  position  of  the 
transmission  maximum  by  0.7  degree.  It  is  seen  that  this  method  has  good 
sensitivity  for  the  measurement  of  the  complex  permittivity  of  materials.  A 
photograph  of  the  essential  elements  of  the  experiment  is  shown  in  Figure  4. 
During  the  actual  measurements,  pieces  of  absorbing  material  were  strategic¬ 
ally  placed  around  the  experiment  to  eliminate  extraneous  reflections  into  the 
measurement  path.  The  only  significantly  noticeable  extraneous  reflections 
occurred  at  incident  angles  uear  zero  degrees  and  these  were  due  to  the  multi¬ 
ple  reflection  interaction  between  the  dielectric  sample  and  the  receiving 
horn.  These  extraneous  reflections  increase  the  standard  error  in  the  esti¬ 
mates  of  the  complex  permittivity. 

The  dielectric  samples  consisted  of  four  inch  diameter  disks,  machined  to 
a  flatness  i  0.001  Inches  on  both  sides,  and  ranged  in  thickness  from  0.389  to 
0.740  inches.  The  thickness  could  be  measured  to  within  ±  0.001  inches.  The 
holder  for  the  dielectric  samples  was  fabricated  out  of  teflon  and  mounted  on 
a  precision  rotary  stage.  The  angles  of  incidence  were  set  manually  to  an 
estimated  accuracy  of  less  than  0.25  degrees.  Because  of  foreshortening 
effects,  useful  transmission  data  could  be  obtained  only  to  incident  angles  of 
about  50  degrees.  At  that  point  deleterious  reflection  effects  of  the  holder 
could  be  detected.  In  the  experiment,  the  power  transmission  coefficients 
through  the  different  dielectric  slabs  were  measured  at  one  degree  increments 
of  incident  angles  from  0  to  50  degrees  for  each  of  the  samples,  except  for 
herasil;  for  this  case  the  transmission  measurements  were  made  to  a  maximum 
incident  angle  of  40  degrees.  The  signal  source  was  a  fixed  tuned  Gunn  oscil¬ 
lator  whose  frequency  was  measured  to  less  than  1  MHz  by  down  converting  into 


a  frequency  counter.  The  signal  frequency  drift  during  the  measurements  was 
less  than  10  MHz  and  so  the  operational  wavelength  was  known  to  one  part  in 
104. 

The  measured  power  transmissions  of  a  93.8  GHz  perpendicularly  polarized 
wave  at  different  incident  angles  through  various  dielectrics  are  shown  in 
Figures  5-12.  Besides  those  of  the  commonly  use:-  dielectric  materials  at  the 
millimeter  wavelengths,  teflon,  rexolite,  and  TPX,  measurements  of  other 
reported  low-loss  dielectric  materials  are  shown.  These  include  herasil,  a 
man-made  fused  quartz,  and  several  casting  resins  manufactured  by  Emerson  and 
Cuming,  Inc.  The  theoretical  power  transmission  curves,  | T | ^ ,  obtained  from 
Equation  (1)  are  shown  along  with  the  measured  points.  The  plotted  curves  are 
obtained  from  the  best  fit  bootstrap  estimates  which  will  be  discussed  in  the 
next  section.  All  measurements  are  normalized  to  the  signal  level  without  the 
dielectric;  however,  the  insertion  of  a  dielectric  slab  Into  the  measurement 
path  increases  the  power  density  at  the  receiving  horn.  The  change  in  power 
density  depends  on  the  geometry  and  on  the  dielectric,  and  amounted  to  a  few 
percent  correction  for  the  experiments  described  in  this  paper.  The  expres¬ 
sion  for  the  correction  factor  is  given  in  the  Appendix.  In  Figures  5-12, 
these  corrections  have  been  applied  to  the  measured  points. 
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5  .  The  measured  power  transmission  through  a  teflon  slab  is 


shown  by  dots.  The  line  curve  is  1  using  the  best  fit 


estimates  of  er  and  tan  6. 
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Figure  6  .  The  measured  power  transmission  through  a  rexolite  slab 
is  shown  by  dots.  The  line  curve  is  |t^|  using  the  best 
fit  estimates  of  ef  and  tan  6. 
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°-2  d  -  0.740  in.  V 
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Figure  8  .  The  measured  power  transmission  through  a  herasil  slab 
is  shown  by  dots.  The  line  curve  is  | |  using  the  best 
fit  estimates  of  t  and  tan  6. 


INCIDENT  ANGLE,  deg 


9  .  The  measured  power  transmission  through  a  36D  slab  is 
shown  by  dots.  The  line  curve  is  |ti| 2  using  the  best 
fit  estimates  of  and  tan  6. 


r  -  3.98 

tan  S  -  0.0014  \ 

d  -  0.498  in.  \ 
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Figure  10  ,  The  measured  power  transmission  through  a  36DA  slab  is 
shown  by  dots.  The  line  curve  is  | T ^ |  using  the  best  fit 


estimates  of  e  and  tan  6. 
r 


.^V.V*V-;V.V,V-..V^ 


5.685 

tan  8  =  0.0042 
d  «  0.449  in. 
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Figure  11  .  The  measured  power  transmission  through  a  36DK  slab  is 
shown  by  dots.  The  line  curve  is  |t^|  using  the  best  fit 
estimates  of  e  and  tan  5. 


INCIDENT  ANGLE,  deg 


gure  12  .  The  measured  power  transmission  through  a  36DS  slab  is 
shown  by  dots.  The  line  curve  is  ( |  2  using  the  best  fit 
estimates  of  er  and  tan  6. 
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IV.  DISCUSSION  OF  RESULTS 


The  measurement  results  were  analyzed  in  the  following  way.  The  statis¬ 
tical  model  was  assumed  to  be  of  the  form 

yi  *  +  wi*  1  “  1 »2  •••  N  (7) 

where  y^  is  the  ith  power  transmission  measurement  at  incident 
angle  0^  and  9  3  i-1 ,  in  degrees.  The  non-linear  function,  g^Cv),  is  the 

expression  |T|^,  derived  from  (1),  and  v  is  a  vector  of  two  param¬ 
eters,  (relative  permittivity)  and  tan  6  (loss  tangent).  The  wave¬ 

length  X,  the  slab  thickness  d,  and  the  angle  of  incidence  0^  are  assumed  to 
be  known  for  each  observation.  The  w^'s  are  the  errors  and  are  assumed  to  be 
independent  and  identically  distributed  from  some  distribution.  There  are 
systematic  errors  (e.g. ,  near  zero  incident  angle),  and  the  assumption  that 
these  errors  are  random  may  yield  overestimates  of  the  standard  errors. 

The  relative  permittivity  and  the  loss  tangent  are  estimated  by  computing 

gi(v)  at  each  i  for  various  trial  values  of  and  tan  6.  The  values 

of  e  and  tan  6  which  minimize 
r 

2  1  51  2 

-  T7  £  (y,  -  g.(v))2  (8) 

i-i 

are  taken  to  be  the  least  squares  estimates  (for  herasil,  41  replaces  51). 
The  residuals  are  computed  for  each  observation  as 


where  v  is  the  least  squares  estimate  of  v.  The  bootstrap  technique  (Efron, 
[23];  Efron  and  Gong,  [24])  is  then  used  to  estimate  the  standard  error  of  the 
least  squares  estimates  of  and  tan  6.  This  is  done  by  the  following  proce¬ 
dure.  A  bootstrap  sample  is  generated  by 


ybi  "  gi(v)  +  rbi’  1  ‘  51  (10) 

where  r^  »  rj  with  probability  3}  for  j  *  1,2,...  51.  A  bootstrap  esti- 

A 

mate,  v  ,  is  obtained  for  each  n  by  applying  the  least  squares  approach  to  the 
bootstrap  sample.  This  procedure  is  replicated  B  times.  B  was  chosen  to  be 
20  for  this  application.  The  bootstrap  estimate  of  v  is  then 


and  the  bootstrap  estimate  of  the  covariance  matrix  is 


J  fcw  A  A  A  A  1^ 

covb  ■  79  £,  <vn  -  vb,(vn  -  V 

n=*l 


where  T  is  the  transpose.  The  estimates  of  the  standard  error  of  the  least 
squares  estimates  of  and  tan  6  are  obtained  directly  from  covj,. 

Table  I  gives  a  summary  of  the  analysis  for  the  dielectrics  measured. 
The  materials  36D,  36DA,  36DK,  and  36DS  are  low  loss  casting  resins  manu¬ 
factured  by  Emerson-Cumlng,  Inc.  The  numbers  in  parentheses  for  these  resins 
are  the  permittivities  and  loss  tangents  reported  by  the  manufacturer  for 
lower  frequencies. 

The  determination  of  the  real  part  of  the  complex  permittivity  is  sensi¬ 
tive  to  the  wavelength  and  thickness  of  the  dielectric  sample,  but  is 


Least  Squares  Bootstrap  Estimates 

Material  Estimate  With  Standard  Error 


c 

r 

tan  6 

e 

r 

tan  6 

Teflon 

2.065 

0.0002 

2.065  ±  0.004 

0.00021  ±  0.00003 

Rexollte 

2.556 

0.0003 

2.556  ±  0.005 

0.00026 

±  0.00006 

TPX 

2.150 

0.0010 

2.149  ±  0.005 

0.0009 

±  0.0001 

Herasil 
(fused  quartz) 

3.510 

0.0010 

3.511  ±  0.005 

0.0010 

±  0.0001 

36D 

2.485 

(2.45) 

0.0012 
( <0.0007) 

2.487  ±  0.008 

0.0011 

±  0.0002 

36DA 

3.980 

(3.7) 

0.0012 
( <0.0007) 

3.980  ±  0.009 

0.0014 

±  0.0001 

36DK 

5.685 

(5.4) 

0.0040 
( <0.0008) 

5.685  ±  0.009 

0.0042 

±  0.0001 

360S 


1.765 

(1.9) 


0.0042 

(<0.001) 


1.766  ±  0.006 


0.0041  ±  0.0001 


relatively  insensitive  to  errors  in  the  angle  of  incidence.  As  mentioned 
before,  the  wavelength  can  be  measured  very  accurately  and,  in  the  analysis, 
it  is  assumed  that  this  quantity  is  known  exactly.  The  average  of  five  mea¬ 
sured  thicknesses  was  used  as  the  nominal  thickness  of  the  dielectric  sample, 
assuming  a  uniformly  distributed  error  in  the  range  ±  0.001  inch  about  the 
nominal  value.  The  uncertainty  in  the  thickness  is  the  largest  source  of 
error  in  estimating  the  relative  permittivity,  but  in  practice,  this  source  of 
error  can  be  further  reduced  by  fabricating  a  Fabry-Perot  plate  to  accuracies 
greater  than  that  obtained  in  this  study.  Also,  using  the  best  estimate  of 
the  nominal  thickness  reduces  the  standard  errors  in  Table  1  for  approxi¬ 
mately  by  a  factor  of  2.  An  assumption  of  a  random  error  of  0.25  degrees  rms 
in  the  angle  measurement  has  essentially  no  effect  on  the  results. 

The  results  in  Table  I  show  that  for  the  best  measurements,  the  standard 
errors  in  the  determination  of  e f  and  tan  6  are  0.2Z  and  2.5Z,  respectively. 
The  method  described  in  this  paper  for  measuring  the  complex  permittivity  of 
materials  is  relatively  simple,  yet,  if  care  is  exercised,  still  gives  preci¬ 
sions  comparable  to  the  best  obtained  by  other  techniques. 

In  Table  II  the  values  of  e  and  tan  6  determined  in  this  study  are  com- 

r 

pared  wfth  other  measurements  of  the  common  materials.  In  the  table  are 
listed  the  reference,  the  measured  permittivities,  and  the  frequencies  at 
which  the  measurements  were  made. 


»''i  tmKxrcsysi  :■  ;-j 


TABLE  II 


C  CM  PARI SONS  WITH  OTHER  PERMITTIVITY  MEASUREMENTS 


Reference  Frequency 
(GHz) 


Teflon 

e  tan  6 
r 


Material 

Rexolite 
e  tan  6 


tan  6 


its  paper 

93.8 

2.065 

0.00021 

2.556 

0.00026 

2.149 

0.0009 

[6] 

94.8 

2.04 

0.009 

2.6 

0.0026 

[10] 

143 

2.07 

2.44 

[12] 

35* 

1.952 

0.000048 

[12] 

35** 

1.956 

0.000047 

[13] 

34.5 

1.950 

0.000047 

2.126 

0.00048 

[20] 

-120 

2.054 

0.0008 

[20] 

-300 

2.1316 

0.0016 

[21] 

-1000 

2.1211 

0.0127 

*open  resonator  method 

**cavity  method 


Using  a  quasi-optical  method,  the  complex  permittivity  of  materials  can 
be  determined  by  measuring  the  power  transmission  of  a  perpendicularly  polar¬ 
ized  wave  through  a  Fabry-Perot  etalon  fabricated  out  of  the  sample  dielec¬ 
tric,  at  different  angles  of  incidence.  Accurate  determinations  are  obtained 
by  measuring  the  signal  frequency  accurately,  and  by  machining  the  etalon  to 
close  tolerances.  Errors  due  to  extraneous  reflections  into  the  measurement 
path  are  reduced  by  using  large  dielectric  samples  and  use  of  absorbing  mater¬ 
ial  at  suitable  locations.  Estimates  of  the  standard  errors  in  the  determi¬ 
nations  of  the  relative  permittivity  and  loss  tangent  are  obtained  by  using  a 
bootstrap  resampling  technique. 
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APPENDIX 


In  the  actual  experiment,  the  incident  signal  was  not  a  plane  wave  but  a 

spherical  wave.  The  transmitter  and  receiver  were  sufficiently  far  apart  that 

the  calculated  results  as  given  by  (1)  were  not  affected  by  the  spherical 

wave.  However,  the  insertion  of  a  dielectric  in  the  ray  path  Increases  the 

power  density  at  the  receiver,  and  the  increase  in  power  density  has  to  be 

taken  into  account.  The  change  in  power  density  can  be  calculated  in  the 

following  way.  As  viewed  geometrically  from  the  transmitter,  the  receiver 

horn  subtends  an  angle  2a.  With  the  dielectric  slab  inserted  in  the  ray  path, 

using  ray  tracing,  ray  diverging  from  the  transmitter  at  an  angle  slightly 

greater  than  2a  now  intersect  the  edges  of  the  receiver  horn.  If  tHs  new 

angle  is  called  y,  the  ratio  of  the  power  densities,  with  and  without  the 

dielectric  slab  is  given  by  the  square  of  the  ratio  of  the  subtended 
2a  2 

angles,  (— .  If  PQ  is  the  power  density  without  the  slab,  and  P8  is  that 
with  the  slab. 


P  sin(|8-a|-0  )  sin(0+a-8-)  . 

—  m  {i  +  —  [ - 1 - L— 1  r2 

P  1  a  1  COS  a  CO80  rna  n  rnaR  i ‘ 


1 


cos  a  cos 8. 


where 


8 

8 


1 

2 


.  -lrsin(0-a) 
Sin  [ - - - 


.  -lrsin(0+a) 
sin  l 

1  n 


■1 

•] 


✓e  ,  the  index  of  refraction  of  the  dielectric  sample 


0  =  angle  of  incidence  for  the  axial  ray 


2a  *  geometric  angle  subtended  by  receiver  horn  as  viewed  from 
transmitter  horn 


a  =  receiver  horn  dimension 


d  =*  thickness  of  dielectric  slab 


LABORATORY  OPERATIONS 


The  Laboratory  Oparatlona  of  The  Aerospace  Corporation  la  conduct  Inf  exper¬ 
imental  and  theoratlcal  Invaatlg atlona  necessary  for  tha  evaluation  and  applica¬ 
tion  of  aclantlflc  advances  to  new  military  space  systems.  Versatility  and 
flexibility  have  bean  developed  to  a  high  degree  by  *he  laboratory  personnel  In 
dealing  with  the  many  problems  encountered  In  the  nation's  rapidly  developing 
space  systems.  Expertise  In  the  latest  scientific  developments  la  vital  to  the 
accomplishment  of  tasks  related  to  these  problems.  The  laboratories  that  con¬ 
tribute  to  this  research  are: 

Aerophyslcs  Laboratory:  Launch  vehicle  and  reentry  aerodynamics  and  heat 
transfer,  propulsion  chemistry  and  fluid  mechanics,  structural  mechanics,  flight 
dynamics;  hlgh-teaperature  thermomechanlca,  gas  kinetics  and  radiation;  research 
in  envlronaental  chealstry  and  contanlnatlon;  cw  and  pulsed  chealcal  laser 
development  Including  chealcal  kinetics,  spectroscopy,  optical  resonators  and 
beaa  pointing,  acaoapherlc  propagation,  laser  effects  and  countermeasures. 

Chemistry  and  Physics  Laboratory:  Atmospheric  chealcal  reactions,  atao- 
spheric  optics,  light  scattering,  state-specific  chealcal  reactions  and  radia¬ 
tion  transport  In  rocket  pluaen,  applied  laser  spectroscopy,  laser  chealstry, 
badtery  electrochealstry,  space  vacuum  and  radiation  effects  on  materials,  lu¬ 
brication  and  surface  phenomena,  thermionic  emission,  photosensitive  materials 
and  detectors,  atomic  frequency  standards,  and  bloenvlronaental  research  and 
monitoring. 

Electronics  Research  Laboratory;  Microelectronics,  CaAa  low-noise  and 
powec^  devices,  semiconductor  lasers,  electromagnetic  and  optical  propagation 
phenomena,  quantum  electronics,  laser  coaaunlcatlons,  Ildar,  and  electro-optics; 
communication  sciences,  applied  electronics,  semiconductor  crystal  and  device 
physics,  radiometric  Imaging;  mllllmeter-vave  and  microwave  technology. 

Information  Sciences  Research  Office:  Program  verification,  program  trans¬ 
lation^  performance-sens  it lve  system  design,  distributed  architectures  for 
spaceborne  computers,  fault-tolerant  computer  systems,  artificial  intelligence, 
and  microelectronics  applications. 

Materials  Sciences  Laboratory:  Development  of  new  materials:  metal  matrix 
compos  1 tea,  polymers,  and  new  forma  of  carbon;  component  failure  analysis  and 
reliability;  fracture  mechanics  and  stress  corrosion;  evaluation  of  materials  In 
space  environment;  materials  performance  In  space  transportation  systems;  anal¬ 
ysis  of  systems  vulnerability  and  survivability  in  enemy-induced  environments. 

Space  Sciences  Laboratory:  Atmospheric  and  Ionospheric  physics,  radiation 
from  the  atmosphere,  density and  composition  of  the  upper  atmosphere,  aurorae 
and  alrglov;  magnetospherlc  physics,  cosmic  rays,  generation  and  propagation  of 
plasma  waves  In  the  magnetosphere;  solar  physics,  Infrared  astronomy;  the 
effects  of  nuclear  explosions,  magnetic  storms,  and  solar  activity  on  the 
earth's  atmosphere,  ionosphere,  and  magnetosphere;  the  effects  of  optical, 
electromagnetic,  and  particulate  radiations  in  space  on  space  systems. 


